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Abstract: We present a two-dimensional optical coherence vibration tomography (2DOCVT) 
system with an ultra-precision displacement resolution of ~0.1 nm that is capable of in site real-
time absolute displacement measurement of structural line vibrations. Experimental results of 
sinusoidal, sweep and impulse vibrations were reported. The key figures of merit such as the 
2DOCVT system could obtain fast line vibration measurement without scanning and it also 
could be used to capture structural modal parameters in one single impulse excitation 
measurement without any vibration excitation input information, making it attractive for the 
application in low-frequency vibration measurement and response-only modal analysis. 
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1. Introduction 
Conventional Laser Doppler vibrometry [1-4] are widely used in mechanical vibration 
measurement. These methods exhibit high reliability and enable wideband, phase-resolved, 
single-point measurements. We previously reported a single-point spectral-domain optical 
coherence vibration tomography (OCVT) [5] to quantify both vibration the inner structure 
(layer thickness) of a vibrating sample. However, these single-point methods require time-
consuming scanning of the tested sample [6]. Recently, Fu et al. [7-9] have employed single 
photodetector or high-speed imaging for multi-point laser Doppler vibrometry which allows 
20-point measurement. Haist et al. [10] used a spatial light modulator-based multipoint 
vibrometer realizing 14 point independent fast heterodyne interferometry channels for 
measuring vibrations. Waz et al. [11] built a multi-point fibre laser vibrometry based on two-
channel wavelength division multiplexing (WDM) technique in fibre telecommunications. 
Two-point vibration measurement by a 2-point fiber laser vibrometry was demonstrated. 
MacPherson et al. [12] reported a multipoint laser vibrometer which is capable of resolving 256 
measurment points. Speckle interferometry [13-16], holographic interferometry [6,17,18], 
heterodyne interferometer [19] and Self-mixing interference [20] enable reliable measurements 
of mechanical vibrations. However, for these interferometer techniques [1-4, 6-20], the 
displacement is obtained from the phase change of the interferometric patterns, providing 
extremely high depth resolution (down to 10-12 m or 1pm) [21]. However, the detection range 
is usually limited to half the wavelength of the laser source owing to the 2Ɏphase ambiguity 
[2]. The detection range can be extended beyond the half wavelength limit by using phase shift 
modulation (or phase unwrapping) techniques, at the cost of increased instrument complexity 
and decreased measurement accuracy (related to the inherent phase shift error) [14]. On the 
other hand, laser Doppler vibrometre directly measures the velocity of a sample although the 
displacement information is an analog integration of the velocity signal along the time axis [22-
23]. However, such analog integrators always require a high pass filtering of the velocity signal. 
Thus DC measurements are not possible, but are limited in their dynamical range and additional 
errors are added to the calibration chain of the system [23]. For digital decoder, laser Doppler 
vibrometre can retrieve displacement by directly extracting the phase [23]. We report a two-
dimensional Fourier-domain optical coherence vibration tomography (2DOCVT) system and 
experimental demonstration of absolute displacement measurement of line vibrations in real 
time by directly measuring the displacement of structures using the home-made system. 
Different from the phase-sensitive OCT, the digital-decoding laser Doppler vibrometre and 
other interferometer techniques, the 2DOCVT system is based on the accurate amplitude not 
on the unwrapped phase value of the FFT of spectral interferogram. Additionally, the 2DOCVT 
could also work as a traditional OCT which could quantify inner structure information of static 
samples, like OCVT. The distinguished feature of the 2DOCVT system is that it could measure 
a series number of points in the vibrating structure simultaneously without scanning which is 
the major difference with the OCVT system in which point-by-point scanning will be necessary 
if one wants to obtain a line vibration. 
2. Two-dimensional Optical Coherence Vibration Tomography 
A schematic diagram of a 2DOCVT for the measurement of line vibration is shown in Fig.1. 
The light from a high-intensity tungsten halogen lamp (OSL1-EC, Thorlabs) was focused on a 
multimode optical fiber using a biconvex lens and delivered onto another biconvex lens. A line 
focus is created using a cylindrical lens and it was then imaged at a ratio of 1:1 onto the surface 
of a reference and the vibrating sample using a beam-splitter (50:50). The line light that was 
reflected or scattered back from both the reference and the sample was collimated using another 
cylindrical lens and imaged back onto a reference and then to a reflection grating and an 
interferometer. Interference will occur when both the sample image and reference image 
are spatially matched in size and orientation within the corresponding transverse coherence 
distance, and their path lengths are matched within the coherence length of the light source. A 
holographic reflective grating (600 lines/mm) placed in the Fourier plane of the imaging system 
and the line light was captured by a high-speed CCD camera (PCO.1200hs, PCO-TECH, 
Germany). In this way, interference fringe of each point from different position of line focus is 
imaged on the corresponding line pixels of the CCD camera, and a full spectral interferogram 
was recorded for all points of the line focus simultaneously. The CCD camera contains 
1280×1024 pixels. The exposure time was set to 0.000789s. We set the resolution to 1280×512 
pixels, so 512 A-scans were recorded in parallel for each camera exposure.  Only 465 pixels 
(from No. 31 to 495 pixel) of CCD camera were used in the analysis because the line focus only 
covered 465 CCD pixels in width. The sample was attached to a loudspeaker that acted as a 
vibration exciter. The vibration amplitude and frequency of the sample were controlled by the 
signal voltage and frequency from a signal generator (Agilent 33220). 
In the Fourier-domain optical coherence vibration tomography, a spectral interferogram is 
recorded from a reference electric field Er and an electric field Es reflected/scattered from the 
surface of the sample. The spectral interferogram ሺɉǡ ǡ ሻcan be expressed as ܫሺߣǡ ݕǡ ݐሻ ൌ ȁܧH?ሺߣǡ ݕǡ ݐሻȁH?൅ ȁܧH?ሺߣǡ ݕǡ ݐሻȁH?൅ 	 ?ȁH?ሺɉǡ ǡ ሻH?ሺɉǡ ǡ ሻȁ ൫ȟԄሺɉǡ ǡ ሻ൯    (1) 
where ɉis the wavelength of the source light,  is the coordinate of the line focus on the 
vibrating sample,  is time,  andȟԄሺɉǡ ǡ ሻ is a phase term resulting from the optical path 
length differenceȟȡሺǡ ሻbetween the reference and the sample arm as ȟԄሺɉǡ ǡ ሻ ൌ ԄH?ሺɉǡ ǡ ሻ െ ԄH?ሺɉǡ ǡ ሻ ൌ 	 ?Ɏȟȡሺǡ ሻ ɉ	?                            (2) 
The Fast Fourier Transform (FFT) of each measured spectral interferogram provides us the 
surface position (i.e.ȟȡሺǡ ሻ) which is a function of in coordinates in line. For a static 
sample, that is, when time   in Eq. (1) is a constant, the system could be worked as a traditional 
optical coherence tomography [24-26]. For a single-point vibration measurement using a 
spectroscopy, such as OCVT system [5], the coordinate of the line focus  in Eq. (1) is a 
constant as well. That means that if the OCVT system wants to measure a line vibration of a 
structure, the time-consuming scanning will be necessary. Furthermore, the changing 
environment will affect the vibration acquisition during the point-by-point measurement. For 
our 2DOCVT system, the line vibration could be obtained in one single measurement which 
means all the point vibrations of the line were acquired simultaneously. 
Due to signal leakage effects [27], the amplitude, phase and frequency calculated from the 
FFT of the measured spectral interferogram are normally different from the real one even in the 
absence of noise. Applying windowing functions to the measured spectral interferogram is a 
common method to minimize the effect of leakage. However, theoretically, the maximum 
relative error of the amplitude estimation will be 36.4% and 15.3% respectively, when 
Rectangle and Hanning windows are employed to minimize leakage [28]. When Hanning 
window is used in the FFT of a measured spectral interferogram, a spectral center correction 
method (SCCM) [27] could be used to obtain almost exact determination of signal parameters 
such as frequency and amplitude, etc.  
Simulated spectral interferogram of 2DOCVT system were computed using Eq. (1), in 
which ȟȡሺǡ ሻ	? with displacement amplitudes of 700 nm and 1 nm 
respectively.  For 700 nm vibration, the surface displacement of the vibrating sample (i.e., the 
main peak of OCT-FFT waveform) could not be accurately calculated due to the inherent 
shortcoming of FFT (leakage effect), as the dashed line in Fig.2 (a). If the FFT of the simulated 
spectral interferogram were corrected by SCCM, the sine vibration with 700 nm could be 
obtained precisely, as the solid line in Fig.2 (a).  The line vibration calculated using the 
simulated 2DOCVT spectral interferogram for 700 nm vibration was demonstrated in Fig.2 (b).  
Similarly, for 1 nm sine vibration, no displacement (dashed line) was obtained without SCCM, 
as shown in Fig.2(c). It meant that without SCCM, the 2DOCVT has no capability in 
measurement of nanoscale vibration which is beyond axial resolution of the system. However, 
if the FFT of the simulated spectral interferograms were corrected by SCCM, the very small 
vibration displacement with amplitude of 1nm could be obtained, as shown in the solid line in 
Fig.2 (c). Fig.2 (d) is the corresponding line vibration for 1 nm sine vibration. From the 
simulation results, the displacement resolution for the developed 2DOCVT system, which is 
better than 0.1 nm,  could be achieved. 
3. Experiments and discussions 
Fig.3 (a) showed the interferogram of sample image and reference image in the 
cylindrical line focus for a static sample. The overall length of line focus was 8.92mm which 
covered 465 CCD pixels in width; therefore, the longitudinal resolution was 19.18ȝm. Fig.3 (b) 
was the corresponding FFT of the interferogram shown in Fig.3 (a). The line located at the 
position of 35.2ȝm indicated the surface position of the sample and it means that there was an 
optical path distance of 35.2ȝm between the sample and the reference. Fig.3 (c) showed the 
OCT spectral interferogram from No. 400 pixel of the CCD camera and its corresponding FFT 
result showed the surface position of the sample at 35.2ȝm. In the meanwhile, it can be seen 
from Fig.3 (b), the line at 35.2ȝm was almost a straight line which indicated that the sample 
has a flat surface. Therefore, the developed system had the capability in surface characterization 
and assessment. 
The measured spectrum had a center wavelength of Ȝ0=705nm and a full width at half-
maximum (FWHM) of ǻȜ=136nm. The axial resolution of the 2DOCVT system for internal 
imaging was calculated to be 1.163ȝm in air, using the expression of 2ln2Ȝ02 ʌǻȜ	?  [25]. 
However, as shown previously, the FFT results of interferogram were corrected by SCCM to 
obtain high accuracy vibration amplitude  in nanoscale. To achieve the displacement resolution 
of the developed 2DOCVT, a 10 Hz sine wave with amplitudes of 10 mv, 20mv, 50 mv and 
200mv voltages were used to drive a multilayer piezoelectric stack actuator (Thorlabs). This 
caused the surface of the PZT actuator to vibrate at a frequency of 10 Hz with amplitudes in 
nanoscale. The 2DOCVT system was installed on an active vibration isolation optical table in 
a quiet room with constant temperature and humidity. In order to separate the vibration excited 
by such as environment noise, a low-pass filter was applied to the measured vibration signals. 
As shown in Fig.4 (a), the dashed line is the low-pass filtered signal which includes the vibration 
excited by PZT actuator by 10Hz sine wave with amplitude of 20mv voltage, and also the lower-
frequency noise. To further extract the vibration excited only by PZT actuator, a narrow band-
pass filter was employed to pick up the 10 Hz sine vibration. The band-pass filtered vibration 
signal is shown as the solid line in Fig.4 (a), from which the vibration amplitude of 1.72 nm 
was obtained. Using the similar signal filtering strategy, the vibrations excited by PZT actuator 
by 10Hz sine wave with amplitudes of 10mv, 40mv and 200mv voltages were measured, as 
shown in Fig.4 (b). The corresponding amplitudes for 10mv, 40mv and 200mv voltages are 
respectively 0.86, 4.4 and 17.3 nm.  It demonstrated excellent linearity of the PZT actuator in 
the range of nano-scale displacements. Therefore, such very nanoscale displacements could be 
accurately characterized by the developed 2DOCVT system whose displacement resolution is 
about 0.1nm. 
For a vibrating sample, we could record the sequence of interferogram and therefore the line 
vibration signal of the sample in time domain is accessible. Fig.5 showed the result of the 
vibration sample at a single-frequency measured by the developed 2DOCVT. Two frequencies 
of 5Hz and 15Hz sine signal from signal generator were respectively used to excite the 
loudspeaker. The ±1V voltage resulted in the vibration sample with the amplitude of 6.6Ɋ. 
For the two cases, the sampling frequency of the CCD was set to 1267Hz (which was enough 
for real-time low-frequency vibration monitoring), and the CCD had a 1280×512 pixels 
resolution. Two three-dimensional waveforms in Fig.5 (a) showed the vibration of the sample 
excited by 5Hz and 15Hz sine signal. From Fig.5, we could find that the amplitudes of the two 
vibrations were 6.6Ɋ. The reason is that the amplitudes of the input voltage added to the 
loudspeaker were the same. It demonstrated the high precision and stability of the developed 
2DOCVT system. In vibration engineering, a sweep source is generally used to excite a 
structure to get vibration parameters. The developed 2DOCVT system had the capability to deal 
with the vibrating sample with a sweep source. Fig.5 (b) showed the line vibration of the 
vibrating sample who was excited by a 0-20Hz sweep source and whose vibration amplitude 
was 6.6Ɋ.  It was demonstrated that this system could distinguish the vibration clearly in the 
line focus and each signal from adjacent points did not interfere with each other. 
From the above experimental results, we could find that the distinguished feature of the 
2DOCVT system is that it could measure a series number of points in the vibrating structure 
simultaneously, that is, it could obtain fast line vibration measurement without scanning. This 
is the major difference with the OCVT system in which point-by-point scanning will be 
necessary if one wants to obtain a line vibration. In the meanwhile, the 2DOCVT was to 
measure the absolute displacement of vibrating structures. 
Normally, impulse excitation is used to characterize the vibration modal parameters of 
structures. We used the developed 2DOCVT system to monitor the vibration of a flat surface 
cantilevered beam which was excited by a shock impulse. The shock impulse was generated by 
a small metal bar (working like an impulse force hammer in traditional experimental modal 
analysis) which beat slightly near the fixed end of the cantilever beam to produce a very small 
vibration. In the experiment, we set the exposure time to 5ms and the resolution to 1280×300 
pixels for a longer data sampling due to the limit of memory. The line vibration could be 
recorded from the 2DOCVT line focus on the cantilevered beam, as shown in Fig.6 (a). The 
total acquisition time was 46.9s. As can be seen from Fig.6 (a), the vibration amplitudes of 
different positions at the cantilevered beam were different therefore the vibration modal shape 
could be obtained. To do a standard modal experimental analysis in current vibration 
engineering, the input force signal and the accelerometer output signal are needed to be acquired 
for analysis [27]. However, for our 2DOCVT system, it could obtain structural modal shape in 
one single impulse excitation measurement without any vibration excitation input information. 
Fig.6 (b) was the zoomed view for the line vibration at the range of 0 to 0.8s. For clarity 
purposes, the point vibration signal from No. 270 pixel of CCD camera (approximately at the 
position of 5.18 mm) was showed in Fig.6 (c). It can be seen from the figures, the vibration of 
the cantilevered beam was an attenuation signal due to the damping of the beam. Fig.6 (d) 
showed the result of frequency analysis of the experimental data in Fig.6 (a). As shown in 
Fig.6(d), all vibration amplitude information could be captured in a single impulse excitation 
experiment, it provides a novel tool to do modal shape analysis without any vibration excitation 
input information. Due to that the range of frequency measurement depends on the imaging rate 
of the camera, the sampling frequency of our current 2DOCVT system with a PCO-TECH  
high-speed CCD camera could be up to about 200 Hz for reliable measurement of both nano- 
and micro- scale vibrations. Therefore, our current developed 2DOCVT system is only suitable 
to measure the low-frequency vibration measurement and response-only modal analysis. 
However, the sampling frequency is dependent on the exposure time. Theoretically, shorter 
exposure time could be used for better surface reflection of the vibrating samples and therefore 
the sampling frequency could be increased correspondingly. In addition, if low resolution of  
the high-speed CCD camera with 86MHz pixelclock, for example 1280 x 128 pixels,  is used 
in the image acquisition, the sampling frequency could be about ~5K Hz for the 2DOCVT 
system. Furthermore, the highest sampling frequency of ~40K for the 2DOCVT could be 
achieved if the lowest resolution of the PCO-TECH high-speed CCD camera was set. Therefore, 
the 2DOCVT has great potential for higher frequency applications, such as modal analysis of 
thin films, thin structures and micro-structures. This would be one of our future work. 
4. Concluding Remarks 
In conclusion, we present a Fourier-domain optical coherence vibration tomography 
(2DOCVT) system that is capable of absolute measuring the line vibration of the structure. The 
measurement results demonstrate the home-made system has high precision with an ultra-
precision displacement resolution of ~0.1 nm and excellent stability. In addition, the system is 
non-contact and noninvasive in nature. Therefore, 2DOCVT system might become a valuable 
and functional tool for several engineering applications such as high-precision manufacturing 
sector. The key figures of merit such as the 2DOCVT system could obtain fast line vibration 
measurement without scanning and it also could be used to capture structural modal shape in 
one single impulse excitation measurement without any vibration excitation input information, 
making it attractive for the application in low-frequency vibration measurement and response-
only structural modal analysis. 
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Fig. 1 The schematic diagram of a developed two-dimensional optical coherence 
vibration tomography (2DOCVT) system. The vibration of a sample was excited by a 
loudspeaker. Full spectral interferogram was recorded by a high-speed CCD camera. 
THL: Tungsten Halogen Lamp (OSL1-EC, Thorlabs); L: Lens; OF: Optical fiber; M: 
mirror; CL: Cylindrical lens; BS: 50/50 beam splitter; REF: Reference; LS: 
Loudspeaker; RG: Reflection grating; CCD: 1280×1024 pixels CCD camera 
(PCO.1200hs, PCO-TECH, Germany).
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Fig.2 (a) The dashed and solid lines are the displacements of 700 nm sine vibration without and 
with spectral center correction method on simulated spectral interferogram and (b) the 
corresponding line vibration; (c) The dashed and solid lines are the displacements of 1nm sine 
vibration without and with SCCM on simulated spectral interferogram and (d) the 
corresponding line vibration. For clarity, all the line vibrations are offset vertically. 
 
  
(a) (b)
(c) (d)
 
         
 
        
 
Fig. 3 (a) The interferogram of a static sample and a reference surface in the cylindrical 
line focus; (b) the corresponding FFT of the captured interferogram. The line at the 
position of 35.2Ɋ  indicated the surface position of the sample; (c) OCT spectral 
interferogram from No. 400 pixel of the CCD camera; (d) the corresponding FFT of OCT 
spectral interferogram whose peak showed the surface position of the sample. 
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Fig.4(a)ThedashedisthenoisyvibrationexcitedbyPZTactuatorby10Hzsinewavewithan
amplitude of 20mv voltages whist the solid line is the filtered vibration signal with the
vibrationamplitudeof1.72nm;(b)ThevibrationsexcitedbyPZTactuatorby10Hzsinewave
withamplitudesof10mv,40mvand200mvvoltages.Thecorrespondingamplitudesfor10mv,
40mvand200mvvoltagesarerespectively0.86,4.4and17.3nm.Forclarity,allthecurvesare
offsetvertically.
          
 
Fig.5Linevibrationmeasurementofavibratingsampleexcitedby(a)5Hz(thelowerone)
and15Hz (theupperone)sinesignaland (b)0 ?20Hzsweepsourceusing thedeveloped
2DOCVTsystem. 
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Fig.6 (a) the line vibration of the cantilevered beam captured by 2DOCVT system during the 
period of 46.9s; (b) the zoom line vibration for the range of 0 to 0.8s; (c) the point vibration 
signal from No.270 pixel of CCD camera; (d) the FFT of the line vibration shown in (a). 
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